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ABSTRACT

Tight control of blood glucose levels has been shown to dramatically reduce the long-term complications of
diabetes. Current invasive technology for monitoring glucose levels is effective but underutilized by people with
diabetes because of the pain of repeated finger-sticks, the inconvenience of handling samples of blood, and
the cost of reagent strips. A continuous glucose sensor coupled with an insulin delivery system could provide
closed-loop glucose control without the need for discrete sampling or user intervention. We describe an optical
glucose microsensor based on absorption spectroscopy in interstitial fluid that can potentially be implanted to
provide continuous glucose readings. Light from a GalnAsSb LED in the 2.2-2.4 um wavelength range is passed
through a sample of interstitial fluid and a linear variable filter before being detected by an uncooled, 32-element
GalnAsSb detector array. Spectral resolution is provided by the linear variable filter, which has a 10 nm band
pass and a center wavelength that varies from 2.18-2.38 um (4600-4200 cm™!) over the length of the detector
array. The sensor assembly is a monolithic design requiring no coupling optics. In the present system, the LED
running with 100 mA of drive current delivers 20 nW of power to each of the detector pixels, which have a
noise-equivalent-power of 3 pW/ Hz!'/2. This is sufficient to provide a signal-to-noise ratio of 4500 Hz'/2 under
detector-noise limited conditions. This signal-to-noise ratio corresponds to a spectral noise level less than 10 pAU
for a five minute integration, which should be sufficient for sub-millimolar glucose detection.
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1. INTRODUCTION

Diabetes is a chronic, incurable disease that causes an array of serious medical complications and premature
death. Complications of diabetes include heart disease, stroke, kidney failure, blindness, amputations and
nervous system disorders. The Centers for Disease Control and Prevention reports that each year an estimated
12,000 to 24,000 people with diabetes become blind, more than 43,000 begin treatment for kidney failure, and
82,000 require amputations. In addition to pain and suffering, these complications are costly.! The American
Diabetes Association estimates that the total cost of diabetes in the United States was $98 billion dollars in
1997. This amount corresponds to both direct healthcare costs ($44 billion) and the indirect costs ($54 billion)
associated with disability, premature mortality and loss of work.? 3

The prevalence of diabetes is growing at an alarming rate both in the U.S. and internationally. A recent
report from the Centers for Disease Control and Prevention shows that the incidence of diabetes in the United
States increased by 33% from 1990 to 1998. More startling is their estimate that over this period the incidence of
diabetes increased by 70% for people in their 30s.* The World Health Organization warns of a diabetes epidemic
on the basis of a tremendous increase in the incidence of diabetes worldwide. Their figures indicate that the
number of people with diabetes increased from 30 million in 1985 to 135 million in 1999, and they project that 300
million people will have diabetes by 2025.5 Although diabetes is a potentially devastating disease, early diagnosis
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and tight glycemic control can greatly diminish the medical complications and cost of this disease. The goal of
tight control is to maintain ones blood glucose levels within a physiologically acceptable range. Tight control
requires frequent blood glucose measurements, which provides the information needed to administer insulin or
glucose properly in order to avoid chronic hyperglycemia and acute hypoglycemia. The benefits of tight control
are well-documented®® and stem from a delay in the onset of the medical complications created by chronic
hyperglycemia. Unfortunately, early diagnosis and tight glycemic control are not adequately achieved. The
NIH reports that of the 15.7 million Americans with diabetes, 5.4 million people remain undiagnosed (34%). In
addition, recent studies indicate that a vast majority of Americans with type I diabetes only measure their blood
glucose levels once per day, which is insufficient to maintain tight control.? The pain, cost and inconvenience of
even state-of-the-art glucose monitoring technology impede frequent monitoring and are primarily responsible
for the failure of patients to maintain tight control.

It has been recognized for several decades that the ideal treatment of diabetes would involve a closed-loop
insulin delivery system that is implanted within the patient’s body. The so-called artificial pancreas consists of
an insulin delivery pump coupled with some type of glucose-sensing technology. Insulin is delivered continuously
in response to detected changes in the blood glucose concentrations. For this to work, the glucose sensing
component must be able to provide accurate and rapid blood glucose values to a micro-processing unit, which
computes the amount of insulin required and then controls insulin delivery. The key limitation to the successful
development of an artificial pancreas is the implantable glucose sensing technology.

The eventual objective of this research program is to develop the technology for an implantable glucose sensor
that provides continuous and reagent-free optical analysis of interstitial fluid (ISF). During operation, the ISF is
sampled through an embedded microprobe and enters into a microfluidic chamber, which guides the ISF sample
through a miniaturized spectrometer. A near-infrared spectrum is collected and the concentration of glucose is
obtained from direct analysis of this spectrum.

The concept of measuring glucose in ISF and the relation of this value to the more clinically acceptable
blood glucose concentration has been established by others. Many research groups report correlations between
glucose concentrations in ISF and blood.? '3 In all cases, a clinically significant correlation is noted, although
the dynamics of this correlation are the subject of continued examination.'*

The concept of drawing ISF by either microdialysis or ultrafiltration has been reported previously.'®!°

Microdiaysis, in particular, has been used to examine the correlation between the concentrations of glucose in
blood and ISF. For example, Janle and Kissinger successfully sampled ISF from rats by ultrafiltration and found
that the levels of glucose in the sampled ISF fluids correlate strongly to levels in blood.?° In addition, Janle and
Kissinger found that the ISF could be sampled over many days without significant degradation in the sampling
properties of the probe.

Crucial to the success of this integrated sensor is the development of a mechanism to sample glucose subcu-
taneously in a continuous fashion. Previous studies involving humans have relied upon either ultrafiltration?! 22
or microdialysis sampling®® 24 to accomplish this task. Both microdialysis sampling and ultrafiltration employ
semi-permeable membranes that are implanted in the tissue of interest and allow studies to be conducted in
awake moving animals or human subjects.?®

Previous work has shown that both ultrafiltration and microdialysis can effectively sample ISF in humans for
weeks to a month.2!723 Both are separation techniques that involve moving the analyte across a semi-permeable
membrane. Because of the hydrophobicity and molecular weight cutoff of the membrane, the techniques are
well-suited to sample hydrophilic substances and result in sampled solutions that are free of proteins, cells, and
enzymes.2® A major issue that arises when using microdialysis sampling is the exact determination of the analyte
recovery.?? 26 To circumvent this problem, ultra-slow microdialysis has been successfully used to ensure close to
100% recovery for glucose in ISF.23:24:27 Since ISF is rapidly replenished and the amount of fluid that is removed
is small with respect to the entire pool, the continued removal of ISF does not pose a problem in subcutaneous
sampling.?% 2% In ultrafiltration, because there is bulk flow across the membrane and there is no perfusate to
dilute the collected analyte, relative recoveries for glucose are generally around 100% and are not affected by
fibrous layers that may form around the probe.??> 2% However, the flow rate is dependent upon the surface area
of the probe and fibrin formation around the probe.?°
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Ash et al. used ultrafiltration to sample ISF continually from human diabetic patients.?! Ultrafiltration
probes were implanted subcutaneously in the mid-abdomen. No sutures were required and there was no reported
post-operative bleeding or tenderness.?! An evacuated vial (vacutainer) was used to supply the vacuum to pull
the ISF through the membrane. The ultrafiltration probes were left in place and sampled continuously for
one month. Steady flow rates of 40-60 pl/hr were achieved by use of vacutainers over the one-month period.
The amount of glucose in the ISF was measured off-line by an electrochemical glucose oxidase method and
a correlation between blood and ISF glucose concentrations was observed.?! Baumeister and co-workers later
utilized ultra-slow microdialysis sampling to monitor glucose in the ISF of neonates.?? The microdialysis probes
were implanted subcutaneously in the lateral thigh and sampled continuously for up to 16 days. A perfusate flow
rate of 300 nL/min was used and near unitary recovery was achieved (96%). The amount of glucose in the ISF
was measured off-line by an enzyme spectrophotometric method and again, a correlation between the blood and
ISF glucose concentrations was seen.?3 Rhemrev-Boom et al. have also utilized ultraslow microdialysis to perform
a similar measurement.?* A lightweight measuring device consisting of a vacuum chamber (monovette) and a
portable potentiostat were used to measure glucose continuously with an enzyme/electrochemical method.?* The
potential for a portable method to monitor glucose remotely in ISF was shown, although the instability of the
biosensor portion of the device limited the lifetime of the device to three days.

These studies show that long-term (weeks to a month) sampling of ISF in humans is possible by both
ultrafiltration and microdialysis and each technique gives a good correlation to the concentration of glucose in
blood. These findings also demonstrate the possibility of remote, unattended monitoring.

2. DESIGN AND RESULTS

Our immediate goal is to develop an optical microsensor that can be used in conjunction with ultrafiltration or
microdialysis for continuous monitoring of interstitial fluid glucose levels. One of the constraints in this strategy
is that the sensor be able to run off a battery for at least 24 hrs between recharging. This limits the total current
that the sensor can draw and precludes the use of thermoelectrically cooled detectors. In addition, the system
must be as small as possible and rugged enough to operate within the body for up to a year.

The core of the integrated near-IR sensor consists of four components: a broadband LED light source,
an optical sampling chamber, a linearly variable optical filter, and an array of photodetector elements. The
arrangement of these components is shown in Fig. 1. Fluid will enter and exit the optical sampling chamber by
way of microbore tubing. Light will pass from the LED through the sampling chamber, through the spatially
variable filter, and be detected by the photodiode array. The optical sensor contains no moving or adjustable
parts and can in principle occupy as little as a one tenth of a cubic centimeter of volume.

0.5mm ¢ - LED

1.0mm —> ==»  Fluid chamber

Variable filter

Detector array

Figure 1. Schematic of the key components in the near-infrared microsensor. The LED is bonded to the fluid chamber
substrate-side down which leaves the electrical contacts exposed from the top. The linear variable filter is bonded to the
opposite side of the flow system with the coating facing down. The substrate side of the detector array is then bonded
to the variable filter with the electrical contacts exposed to the bottom. The thickness of each of the components is
indicated. The figure is to scale.
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2.1. Optical Source

A GalnAsSb LED is used as the optical source for the system. The GalnAsSb material system has a cutoff
wavelength that can be varied from 1.5-4.1 pm while maintaining lattice match to a GaSb substrate. The
materials used in this work were grown by molecular beam epitaxy on GaSb substrates. The band gap of the
light-emitting region has been tailored to match the key glucose features in the combination band. The most
significant spectral features for glucose are the two C-H features at 4300 and 4400 cm~?!, which are covered by the
emission of the LED. Wavelength optimization, which is performed as a standard step in PLS model calibration,
normally isolates this region when using high-quality spectra (i.e., calibration models perform better without
spectral information from outside this range). The broad O-H feature at 4700 cm~! is too broad to provide
useful chemical information. The spectral width for LED emission is typically 2kgT, where kp is Boltzmanns
constant and T is the temperature in Kelvin. For body temperature operation, this is equivalent to 400 cm ™!
(200 nm). By selecting a band gap of 4200 cm™! (2.38 um), we cover the key glucose-specific features in the
combination region of the near infrared spectrum.

The LED is based on a simple p-i-n heterojunction with GaSb as the barrier material.?® The principal de-
sign issue for the LED is the internal quantum efficiency, which is the relative probability of radiative versus
nonradiative recombination processes. The dominant nonradiative recombination process at low carrier concen-
trations is Shockley-Read-Hall recombination, with a typical carrier lifetime for high-quality material of 10 ns.
As the carrier concentration is increased, the probability of radiative recombination increases, as does the Auger
recombination rate. At sufficiently high carrier densities Auger recombination will dominate. There is thus an
intermediate density when the ratio of radiative to nonradiative recombination is the highest. Given typical
radiative and Auger recombination rates in this material system we estimate the optimal carrier density to be
2x10'7 em ™3, corresponding to an internal radiative efficiency of 4%.

Although LEDs are very efficient emitters as compared with Globars or tungsten lamps, the LED will have the
largest power draw of any component in the system. This means that the efficiency of the LED will dominate
the operation time available from a single battery. Unfortunately, both the LED drive voltage (0.6 V) and
current (~500 mA) are mismatched with typical battery sources as well as the rest of the electronics (3.3 V and
10 mA). Both of these mismatches can be addressed by utilizing active region cascading. A conventional LED
incorporates a single emitting layer in the center of a p-i-n diode junction. In a cascaded system, several p-i-n
junctions are cascaded in series using Esaki tunnel junctions. Using a cascade of 5 emitter regions will increase
the voltage requirement and decrease the current draw by a factor of 5 (to 3.0 V and 100 mA) without changing
the output optical power. This modification should significantly extend battery life, which will be especially
critical for an eventual implanted sensor.

The LED’s are fabricated using a back-side emitting geometry, so the light generated in the active volume
of the LED exits the device through the substrate opposite the electrical contacts. This allows the LED to be
bonded directly to the fluid flow chamber with the electrical contacts still accessible. The direct coupling of
the LED to the chamber with no air gap also provides an efficient immersion coupling. The LED is mounted
contact-side down on a header to facilitate handling and electrical connection.

An emission spectrum from one of the five-stage LED’s is shown in Fig. 2 along with the absorptivity spectrum
of glucose. The LED emission covers the the three primary glucose absorption feature within the combination
band. If necessary, the emission spectrum can be broadened and flattened by grading the wavelength of each of
the cascaded emitters. The on-axis output power of the LED is 150 pW/sr at 100 mA.

2.2. Fluid Chamber

The fluid chamber must be capable of providing an optical path length of approximately 1 mm in order to
maximize the signal-to-noise-ratio.?? Given the limited flow rates associated with interstitial fluid collection, it is
important to minimize the optical chamber’s volume. In our system, a 1 cm long, square, thin-walled capillary
with a 0.8 mm inner dimension is used. Fluid is delivered to and extracted from the capillary with microbore
Tygon tubing with an inner diameter of 0.010 in.

The volume of the optical chamber is 6 ul. The total volume of the 30 cm long flow system before and
including the optical cell is less than 30 pl. For an interstitial collection rate of 50 pl/min, the transit time from
the ultrafiltration membrane to the end of the flow chamber will be 36 sec.
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Figure 2. Left axis: LED emission spectrum (solid) of a five-stage device operating at 100 mA. Right axis: Glucose
absorptivity spectrum (dashed). The LED emission spans the critical absorption features of glucose at 4300, 4400, and
4700 cm ™.

Vacuum to draw the interstitial fluid through the ultrafiltration probe and the optical chamber will initially
be provided by a syringe pump for in vitro work and a vacutainer for in vivo studies. Eventually, a microfluidic
or miniaturized pump could be integrated with the system to provide continuous flow.

2.3. Spectrometer

There are several strategies for performing spectrally resolved measurements, including Fourier transform and
dispersive techniques (utilizing a diffraction grating or other dispersive element). The system presented here
employs an alternative strategy that is simple, rugged, and compact. Light exiting the fluid chamber is incident
on a linearly variable bandpass filter, which is mounted directly on top of a linear photodiode array. The filter is
designed such that the central wavelength of the passband varies along one of the dimensions of the filter. Thus,
each detector element is sensitive to a different wavelength. The spectral resolution is determined by the width
of the passband at each point, and the spectral point spacing is determined by the number of detector array
elements. Unlike diffraction-based instruments, this strategy requires no imaging optics. The filter and detector
assembly can be mounted directly on the output of the fluid chamber. The linearly variable filter was purchased
from Optical Coating Laboratory, Inc., which specializes in variable filters for this type of spectroscopy. The
filter has a passband width of 20 cm ™!, which we have previously demonstrated to be adequate for measurement
of glucose in aqueous solutions.3°

An array of unbiased GalnAsSb p-i-n diodes is used for the photodetectors. The light-absorbing 4 layer
consists of 2.5 um of the GalnAsSb alloy. The target band gap for the detector is approximately 4000 cm ™!
(2.5 pm), which is slightly longer wavelength than used for the LED so that the absorption coefficient in the target
wavelength range will be large (5000 cm ™) at the wavelength of the glucose absorption features. The absorption
length for 4300 cm ™! light in the GalnAsSb alloy is 2 pm, so that the majority of the light will be absorbed in
an ¢ layer. Electron diffusion lengths in these materials also influence the choice of i layer thickness. Typical
mobilities are 3000 cm?/Vs at room temperature, and typical minority electron lifetimes in very high-quality
undoped materials are 10 ns, so carriers can diffuse across an ¢ layer 10 ym thick. Even accounting for a minority
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